Burns caused by monitoring equipment during anaesthesia.
Hazards of monitoring during anaesthesia are burns, cardiac arrest or ventricular fibrillation, electric shock and false alarms caused by interference with the traces. The causative and contributory factors and the measures for the prevention of burns are discussed.